Introduction
Stereotactic ablative radiotherapy (SABR) is the standard treatment for medically inoperable patients with early stage non-small cell lung cancer (NSCLC). This technique delivers highly focused doses ranging from 50-60 Gy in three to five fractions, depending on tumor location and dose constraints to organs at risk (OAR). At Centre Hospitalier de l'Université de Montréal (CHUM), CyberKnife™ (Accuray Inc., Sunnyvale, CA) SABR treatment planning includes a fourdimensional computed tomography (4DCT) scan during free breathing (FB) and a breath-hold (BH) CT scan used for dose calculation.
The aim of this study is to measure conformity of tumor position on BH CT scans relative to natural tumor path during free breathing (FB) and to evaluate a potential benefit of the Abches device (Apex Medical, Tokyo, Japan) in BH CT scanning. Abches is a breathing monitoring device that allows the patient to self-control the respiratory motion of the chest and abdomen [1] .
Materials And Methods

Patients and treatment
Fifty-three early stage NSCLC patients were included in this retrospective study. Patients underwent SABR with the CyberKnife™ (CK) robotic radiosurgery system using near-real time tumor tracking or an internal target volume (ITV) technique. Informed consent was obtained by all participants in this study. Patients and treatment characteristics are summarized in Table 1 . Tumor tracking was either performed with a fiducial approach after a placement of radioopaque markers or with direct soft tissue tracking (Xsight® Lung) for patients with lesions trackable on stereoscopic images [2] . Gross tumor volume (GTV) delineation was performed in a lung window setting on the BH CT scan.
Xsight® Spine Tracking was used for patients with tumors located close to the spine with minimal breathing movement. Internal gross tumor volume (IGTV) contours were obtained from the BH planning CT and the extreme respiratory phases of the 4DCT. For tumors exhibiting hysteresis in their movement, IGTV also contained any relevant 4DCT phase.
Planning CT images were obtained with the Brilliance CT Big Bore (Philips Medical Systems, Cleveland, OH) and included a FB 4DCT scan as well as a BH CT scan at end expiration (EE). Both scans were acquired without intravenous contrast in supine position with a custom foam cushion as the only immobilization device.
The purpose of the 4DCT was to (1) evaluate natural tumor motion, (2) locate radio-opaque markers to be used for tracking, and (3) point out tumor presenting significant deformation or rotation during the respiratory cycle. A 4DCT scan was targeted on the lesion with ± 6 cm added in the superior-inferior direction. Two millimeter thick CT slices were acquired every 1 mm. During acquisition, patients were instructed to breathe normally. No audio coaching was used.
Patient breathing pattern was obtained with the Bellows system ® (Philips Medical Systems, Cleveland, OH). Prior to imaging, the simulation team ensured that the respiratory rate was 10-20 breaths per minute and stable in amplitude. A phase-based sorting method was used to reconstruct CT images into three-dimensional (3D) bins at 10 different respiratory phases.
The BH CT scan was used to conduct treatment planning on MultiPlan, the CK planning software (version 4.5, Accuray Inc., Sunnyvale, CA). This acquisition mode reduces motion artifacts and improves the quality of digitally reconstructed radiographs used for CK tracking. BH during EE state was preferred since the exhalation phase is dominant in the normal respiratory cycle and typically better represents the average tumor position [3] . In an ideal BH planning CT scan, the tumour should sit within its natural FB trajectory, preferably as close as possible to its EE position. The BH CT scan imaged the patients from adrenals to chin and acquired 2 mm slices every 1 mm. The usual acquisition time was approximately 10 seconds. As part of the BH acquisition without the Abches device, the respiratory trace from the Bellows system ® was monitored and the patient was instructed to stop breathing in EE. Patient rehearsals insured that end-expiratory BH could be performed at the time of acquisition.
Breathing control device
The Abches breathing monitoring device has been described in previous publications [1, [4] [5] [6] [7] . The device allows patients to self-monitor their breathing during imaging and/or treatment. It measures the breathing amplitude using the combined movement of one or two arms positioned on the abdomen and thorax. The movement is transmitted mechanically to a dial that the patient can visualise by means of a mirror attached to his forehead. This dial has three adjustable pins which are used to mark end inspiration (yellow), expiration (red) as well as a reference level for BH (blue). The dial is also visible to CT operators via a camera system. For 12 patients, the Abches device was used in BH CT acquisition. As patients breathed normally, the blue cursor/pin was positioned at the FB EE state. Using this visual feedback, patients were asked to hold their breath as the indicator needle reached the blue cursor. Before CT acquisition, this exercise was practiced until it felt to be reliable. This coaching process typically required 5 to 10 minutes.
Registration technique and analysis
All tumor registrations were performed with a lung window setting (width 1500 Hounsfield units [HU] ; level −500 HU) by aligning GTV to GTV between the different phases or scans through translations. These translations were then quantified. Breathing motion was isolated from patient motion by performing a registration of the corresponding vertebrae in bone window setting (width 2000; level 300 HU) prior to looking at the lung tumor. These manual registrations were performed independently by two experienced physicists to ensure reproducible measures.
To assess the extent of natural tumor motion, tumors from EI and EE phases of the 4DCT scan were registered. Tumor motion was assumed to be linear as no significant hysteresis was observed when the 4D motion was reviewed in a movie ("cine") loop. 
Results
Results of all 53 patients are presented in Table 2 . Tumor rigid registrations of EI and EE phases of the 4DCT scans showed mean natural movement amplitude of 7 mm (3D vector) made up of a 1 mm medio-lateral, 2 mm anterior-posterior, 6 mm cranio-caudal. Tumor motion was greater for lower lobe (LL) tumors with a mean 3D vector of 11 mm (max = 35 mm) compared to 5 mm (max = 12 mm) for upper lobe (UL) tumors. In 11 cases (20%), the amplitude of natural motion was greater than 10 mm (8/18 LL and 3/35 UL).
Natural tumor motion (mm)
Mean ± SD (range)
Amplitude ( In BH scans, 18 patients (33%) were found to have a tumor positioned closer to FB EI than EE. The mean difference in tumor position between BH and EE states was 4 mm ± 3 mm. In 40 patients (75%), the GTV on the BH scan was within a 3 mm radius of tumor trajectory observed on 4DCT. Displacements of the GTV perpendicular to the natural tumor path (d ⊥ ) were as great as 11 mm. These issues are illustrated in Figure 1 . Tumor position on BH CT scan was closer to EE than EI 4DCT phase for nine of the 12 patients (75%) scanned with Abches. Among the 41 patients scanned without a breathing device, the proportion was 63%. This difference did not reach statistical significance (Fisher's exact test p = 0.8).
Discussion
Over the years, several strategies have been developed to manage respiratory motion during radiotherapy treatments. These include abdominal compression, breath holding, gating, and near real-time tumor tracking. This study addresses tumor position on BH CT scans relative to natural tumor motion and the potential impact of a visual feedback device. Our results suggest that practical difficulties may arise when asking patients to perform a BH at end-tidal expiration. Although tumor position tends to fit within the expected 4DCT trajectory for most patients, distance between BH and FB EE tumor position can be significant as well as unpredictable. This section outlines the potential impacts of inaccurate BH CT scan in treatment planning for CK.
In our patients, natural tumor motion amplitudes ranged from 1 mm to 35 mm with a dominant superior-inferior component. Unsurprisingly, tumors located in the LL presented greater motion, as they appear to be predominantly driven by movement of the diaphragm. These results are consistent with other studies assessing 3D tumor motion with different imaging techniques, such as fluoroscopy, slow CT acquisition, 4DCT, and dynamic MRI [8] [9] [10] . For ITV based techniques, treatment of tumors with a broad movement enlarges the volume of healthy lungs irradiated and may introduce interplay effect between respiratory motion and beam dynamics [11] . Thus, at our center, these techniques are reserved for tumors with a natural movement less than 10 mm or that can be decreased to 10 mm or less with abdominal compression.
Even in those tumors with motion of less than 10 mm, additional healthy lung may be included in an ITV when BH scans are not representative of natural motion. As shown in Figure 2 , marginal BH may result in significant increase in treatment volume. In this particular case treated with a spine-based set-up, BH tumor presented a GTV displacement in the anterior direction of d ⊥ = 4 mm. Planning target volumes (PTVs) excluding and including BH volumes were 15.7 cc vs 19.6 cc, respectively. Wang, et al. have reported similar findings in a study addressing ITV delineation in 10 NSCLC patients treated with SABR [8] . PTV delineated from 4DCT maximum intensity projection (MIP) images resulted in smaller target volumes compared to those obtained with FB 4DCT, EI BH, and EE BH images. The authors had concerns about BH CT acquisition at specific respiratory phases, noting that breath holding could result in aberrant estimation of natural tumor motion.
FIGURE 2: CT image of a marginal BH with a GTV displacement of 4 mm in the anterior direction. IGTV contours including (red) and excluding (green) BH.
Modes of free breathing treatments, such as robotic tumor tracking, may also be affected by treatment planning conditions. Using marginal BH CT for dose calculation and OARs delineation may result in an underestimation of the effective dose to OARs. Theoretically, this situation can occur if the tumor is more distant from an OAR on a BH scan than it is in FB. This situation is illustrated in Figure 3 .
FIGURE 3: CT images and treatment isodoses of a marginal BH
with a GTV displacement of d┴ = 11 mm.
(a) Isodoses registered on BH GTV, (b) Isodoses registered on EE 4DCT GTV. A fictitious OAR is added in purple to show possible effects. All images are presented in mediastinal window setting (width 400 HU; level 20 HU).
In our study, BH GTV displacements perpendicular to natural tumor path were as great as 11 mm. However, we have not identified any cases for which dosimetric constraints to OARs were impacted. This was confirmed by transposing the dose calculated on BH scans to the EE phase of the corresponding FB 4DCT. Still, we believe it is important to establish a means of detecting unnatural BH scans in the treatment planning process. At our institution, 4DCTs are obtained in all cases of lung SBRT, even when direct tumor tracking will be used. An experienced medical physicist carefully assesses each planning CT scan, and a detailed 4DCT report is produced. This report includes information on natural tumor movement, hysteresis, and BH GTV position relative to EE 4DCT. We believe that this procedure is of value in clinical decision making and can trigger 4D dose calculations when tumor tracking was planned on a BH 3DCT. A sample report is included at the end of the manuscript.
The benefits of Abches monitoring device to ensure reproducible BH radiotherapy treatment have been established in several previous studies [1, [4] [5] [6] [7] . This device has been extensively used, particularly in Asia, to treat multiple sites, including lung, liver, and breast cancer. In a study including 32 NSCLC, Tarohda, et al. concluded that the Abches device could be effectively used to obtain appropriate reproducibility of tumor position during lung SABR under breath holding conditions [5] . Lee, et al. observed that Abches could be used to treat left-sided breast cancer in a deep inspiration breath-hold setting with potential dose reduction to the heart [7] .
However, studies investigating the use of Abches for lung treatment planning are sparse. In this report, we have not identified a statistically significant improvement in BH conformity to FB path using the Abches device. However, our analysis is limited by the small sample size, as only 12 patients had their BH planning CT scan acquired using the Abches monitoring system. In fact, as we dichotomized the data, we would have needed 12/12 (100%) patients scanned with Abches to have a BH CT scan closer to EE than the EI 4DCT phase to see statistical significance (at a 5% level) between the two groups. It would be interesting to conduct a similar study in a hospital where the Abches device is used on a daily basis to establish stronger conclusions.
Apart from sample size, this study has a few limitations. First, tumor motion was modeled as a linear movement. Motion non-linearity could have been assessed with deformable registration [12] . Secondly, we did not compare tumor motion on planning images to motion at the time of treatment [13] . Finally, planning 4DCT paths could have been compared to those estimated during treatment sessions with the CyberKnife (CK) Synchrony system.
Several hypotheses can be formulated to explain the relatively frequent presence of unnatural BH CT during treatment planning. Patients' anxiety might involuntarily induce respiratory muscle contraction during CT acquisition. Also, patients' ability to tolerate breath holding at EE state might be affected by their pulmonary function or comorbidity status. Thus, for selected cases, the use of a feedback device might not offer any benefit in treatment planning.
Conclusions
Tumor position during breath-hold CT may not accurately correspond to positions observed on free-breathing 4DCT. The use of a respiratory monitoring system did not significantly impact this issue. Hence, it is important to review a free-breathing 4DCT for all methods of motion management. For treatment with tumor tracking, an aberrant tumor position on a breath-hold scan could potentially impact dose to organs at risk. For patients treated with an internal target volume technique, treatment planning which includes tumor position during breath-hold will lead to an increase in irradiated lung. 
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